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This article will present details of the electron cyclotron emission ͑ECE͒ diagnostics on the large helical device ͑LHD͒. The ECE measurement has a unique capability for continuously measuring the time evolution of electron temperature profile. Since contours of electron temperature profile represent flux surfaces, ECE has been utilized to study the magnetohydrodynamic ͑MHD͒ instabilities. 1 The LHD confines an mϭ2/nϭ10 helical plasma with dimensions of Rϭ3.75 m, aϭ0.5 m, and bϭ0.95 m in a helical field up to 3 T, which is generated by super conducting coils. Here, m and n are the poloidal and the toroidal mode number of the helical plasma, respectively, R is the major radius, and a and b are the vertical and the horizontal minor radii at the ECE port section, respectively. A major objective of the LHD project is to confine a high density and high temperature plasma in steady state, so ECE measurements will be used to study MHD instabilities in high pressure LHD plasmas.
In terms of ECE diagnostics, helical plasmas are quite different from tokamaks. 2 In LHD, the magnetic field profile has a peak at Rϭ3.5 m, so that only the outer half of plasma can be measured using the outer ECE antenna. The angle of the magnetic field from the toroidal direction varies from Ϫ30°to ϩ30°. The X mode is measured with a Michelson spectrometer and a 14-channel grating polychromator ͑GPC͒, and the O mode is measured with a 32-channel heterodyne radiometer. The ECE system on LHD is based on the experience of the ECE measurement at the National Institute for Fusion Science ͑NIFS͒. 3 In the first plasma experiment in LHD, discharges are generated by electron cyclotron heating ͑ECH͒ at 82.6, 84, and 168 GHz at a maximum helical field of 1.5 T, so the ECE diagnostics need to be protected from any ECH power leakage. Figure 1 shows a schematic diagram of the ECE diagnostic system in LHD. The ECE radiation is collected by a pair of mirrors on a side port and directed into a circular 4 The length of corrugated waveguide, which transfers the ECE from LHD to the spectrometer passing through two 2 m thick walls, is 80 m. There is an ECE signal loss of less than 3 dB due to this transfer. The ECE collection optics, a schematic view of which is shown in Fig. 1 , are designed to gather radiation with a vertical resolution on the midplane of at least 10 cm. On the antenna, a large ellipsoidal concave mirror collects the ECE and a small parabolic convex mirror injects the ECE into the corrugated waveguide. The ellipsoidal mirror is made of oxygen-free high conductivity copper ͑OFHC͒ with dimen- The main mirror has a stainless steel back panel, which will be cooled by water in order to work under the steady state operation with high power ͑10 MW͒ heating. It is rotatable with an air actuator in order to look at either a calibration source or the plasma. This method is similar to one used earlier on the Tokamak Fusion Test Reactor ͑TFTR͒.
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The bearing of the main mirror is a critical part, because it supports the heavy mirror in high vacuum. The thrust bearing is a pair of thin TiC coated stainless steel sheets. The radial bearing is the Vespel ͑polyamide͒ tube. These bearings work well in high vacuum.
The ECE system on LHD uses a double, z-cut, crystal quartz vacuum window, mounted in Conflat style flanges with a diameter of 17 cm. Each window has a clear aperture diameter of 9.85 cm and the wedge angle of 2.5°. These windows are set with an offset of 1.25°so that no two window surfaces are parallel to each other. The transmission of the ECE window is expected to be 64%.
An 84 GHz notch filter and an 82.6 GHz notch filter are installed behind a short waveguide at the front end of the corrugated waveguide. Each notch filter is an interference filter made of 200 sheets of 25 m thick polypropylene film. 6 The spacers between films are sliced pieces of the corrugated waveguide so that the insertion loss is minimized. These notch filters are effective at their higher harmonics so that radiation at 168 GHz can also be eliminated by the 84 GHz filter. The rejected frequency is reflected by the notch filter. Figure 2 shows the transmission of the combination of a short waveguide, the 82.6 and the 84 GHz notch filters. For this measurement, the 10 mW continuous wave ͑cw͒ microwave from a backward oscillator ͑BWO͒ is expanded by a taper from a WR10 rectangular waveguide to a 63.5 mm circular waveguide, and the microwave passing through the notch filters is detected by a power sensor. The transmission is the ratio of power with/without notch filters. The transmission loss is more than 30 dB and the full width of the transmission loss of each filter is ϳ1 GHz. The power of each ECH gyrotron is 200 kW and the antenna of the 82.6 GHz ECH is close to the ECE antenna. The ECH power leaked at 82.6 GHz is a few mW at the input of the radiometer, which is still too high. It may require rejection of 20 dB more at the ECH frequencies.
In the first phase of the LHD experiments, which are at a helical field 1.5 T at the plasma center, a universal polarization rotator is set in front of the beam splitter in order to select X-mode polarization at the input to the heterodyne radiometer. It consists of a standard 90°miter bend between two 135°miter bends. This device rotates the polarization of linearly polarized incident power by two times the angle between plane of these miter bends and the incident electric field.
The ECE is divided to the radiometer by the use of the wire grid beam splitters. The ECE power is transduced from a corrugated waveguide to a WR12 rectangular waveguide with a transition. The transition consists of a miter bend with a concave mirror, a circular horn, and rectangular tapers. This works well over the entire band from 50 to 100 GHz. In order to cover the 100-180 GHz band, the combination of the circular horn and the rectangular taper is replaced. The transmission of this transition is slightly better than a simple taper. Figure 3 shows a schematic diagram of the heterodyne radiometer. 7 In the radiometer, the ECE is filtered by a 70 GHz high-pass filter, and is mixed with the output of the 70 GHz Gunn oscillator. The ECE from 71 to 87 GHz is divided by a 16-channel bandpass-filter bank with a channel bandwidth of 1 GHz. The ECE from 53 to 69 GHz is also divided by a 16-channel filter bank. The radiometer data are sampled every 2 s by 12 bits/word CAMAC digitizers ͑Aurora 14͒ with 500 kwords memory. The CAMAC modules are controlled by a personal computer with a Pentium processor and the Windows NT operating system. The CAMAC control software was written using the C language and PV-Wave. 8 The trigger timing and the sampling clock are generated from the 10 MHz clock signal from the LHD VME computer system. Notch filters in the rectangular waveguide in front of the radiometer attenuate by 40 dB at 82.6 and 84 GHz with a full width of ϳ0.5 GHz. Using these two filters plus the two notch filters in the circular guide to reduce the ECH leakage power, it is possible to measure the ECE signal with the radiometer during the ECH pulse. However, the signal does not represent the electron temperature, since the first ECH plasmas in LHD are optically thin.
A fast scanning Michelson spectrometer, 9 operating in the Martin-Puplett mode, is in use on LHD. The detector is a hot-electron InSb bolometer cooled to liquid helium temperature. 10 The position of the mirror is monitored by a moire sensor. Every 40 m, the sensor produces a pulse to sample the data. The data from the detector are sampled by Aurora 14 digitizers in the CAMAC crate, which is controlled by the Windows NT personal computer. A rooftop mirror in the interferometer is driven by a three-phase synchronous motor with the variable frequency power supply. The active scan length is 4.6 cm and the frequency resolution is ϳ4 GHz. Each scan produces an interferogram which is to be Fourier transformed to produce a spectrum of the ECE signal from approximately 60 to 600 GHz. The scanning frequency, which is 20 Hz in LHD experiments, is controllable up to 35 Hz with a CAMAC controlled power supply. The three-phase ac power is simulated by alternately chopping the positive and negative part of a 4 kHz square wave with silicon-controlled rectifiers ͑SCRs͒ gated at 20 Hz. This square wave produces a great deal of electromagnetic interference ͑EMI͒. Removing all ground connection and attaching three L͑26 mH͒ϪC͑0.06 F͒ low-pass filters on the output of the motor driver and a 100 kHz active low-pass filter on the output of the detector, the EMI is reduced significantly, but further reduction is needed, and the best method for doing this is under investigation.
The vibration of the Michelson spectrometer may be a serious noise source. Figure 4 shows the schematic view of the support structure of the Michelson spectrometer. The antivibration structure is as follows: the Michelson spectrometer is set on an aluminum alloy structure hanging a 1000 kg lead weight; this is floated on four air springs with the resonance frequency of 5 Hz. Since the center of mass of the upper structure is lower than the air spring and the air spring is made of a flat shaped thick rubber balloon, this floating structure is very stable. The detector table is also floated on four small air springs. The noise sound level decreases significantly. In spite of the large attenuation from the notch filters, there is still a large ECH signal from the plasma which renders it impossible to make measurements with the Michelson during the ECH phase of the discharge. However, after the ECH terminates, a clear ECE signal has been observed. Small noise of the vibration frequency still remained. A schematic view of grating polychrometer ͑GPC͒ 11 is shown in Fig. 1 . The GPC is optimized as the electric field polarization of the input microwave is horizontal. In order to suppress the higher harmonics, a 248 GHz low-pass filter (LPF 1 ) and a 168 GHz low-pass filter (LPF 2 ) are installed in front of the GPC. These filters consist of diffraction gratings mounted in place of flat mirrors on standard miter bends. The transition (TR 2 ) consists of a circular to WR284 rectangular transition and a rectangular taper. The input slit size is 1.2 cmϫ3.485 cm. A collimation mirror (M 1 ) is a square shaped spherical mirror with a radius of 225 cm and dimensions of 30 cmϫ30 cm. The distance from the input slit to the collimation mirror is 108.1 cm. In order to reduce the stray light, two small mirrors and a screen with aperture are set behind the input slit. The grating, which is replaceable, has a size of 30 cmϫ30 cm and groovings of 5 mm for the 1.5 T operation. The grating is connected to the grating drive screw via a cosecant bar which rotates the grating so that the counter on the driving screw indicates wave numbers. The imaging mirror (M 2 ) is a rectangular shaped spherical mirror with a radius of 150 cm and dimensions of 60 cmϫ30 cm. The focal plane of M 2 is divided with 14 E-band waveguides. Each waveguide has a cross section of 1 cmϫ5 cm. The ECE is detected by a 14-channel InSb hot electron bolometer array, which is cooled by liquid helium.
In conclusion, the ECE diagnostics system has been installed in LHD. Using a corrugated waveguide system, the loss of ECE is small. The radiometer works well due to notch filters during ECH. In the first LHD experiment, however, ECH plasmas are so thin that the ECE does not represent the electron temperature.
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